
      QQuueessttiioonnss  &&  AAnnsswweerrss  

 

The following information provides you with answers to frequently 
asked questions and should be used only as a guide and not 
considered to be a legal authority.  
 
 
MMuusstt  aallll  ddeevviicceess  bbee  ssuubbmmiitttteedd  ffoorr  ttyyppee  eevvaalluuaattiioonn??    
 
Only devices used in trade or commercial applications, or for law enforcement when 
specified by a government agency, are subject to Weights and Measures requirements.  
Non-commercial devices are not subject to type evaluation or approval, or to Weights 
and Measures control.  Components or equipment attached to, or used in conjunction 
with, a device are required to be submitted for type evaluation only if they have 
requirements in weights and measures regulations or if they can affect accuracy of the 
device. 
  
In California, the County Sealer can make provisional acceptance for simple, single-
purpose, commercial devices found to comply with all applicable specifications and 
tolerances. 
 
Devices such as: 
♦ Linear measures  
♦ Farm holding tanks 
♦ Timing devices 
♦ Odometers 
♦ Volumetric vessels for used waste material collection for recycling 
♦ Simple counting devices easily verifiable by all parties subject to its transactions 
♦ Simple printers without metrological functions 
♦ Secondary indicators without metrological features 
 
 
Devices failing to comply are subject to removal from commercial use as provided in the 
California Business and Professions Code.  When provisional acceptance is made, no 
certificate is issued. 
 
The Department may elect to require formal evaluation of such equipment when it is 
determined that a more thorough examination than can feasibly be conducted with local 
resources is necessary to evaluate compliance with the requirements of weights and 
measures regulations. 
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WWhhaatt  ddooccuummeennttss  wwiillll  bbee  uusseedd  ffoorr  CCaalliiffoorrnniiaa  TTyyppee  AApppprroovvaall  ffoorr  
ddeevviicceess??  
When evaluating a device, we use the National Institute of Standards and Technology 
Handbook 44 (NIST HB 44), Publication 14 from the National Conference on Weights 
and Measures (NCWM) and the California Code of Regulations Title 4 Division 9. 

To access and download NIST HB 44, please go to NIST’s website at 
http://ts.nist.gov/ts/htdocs/230/235/pubs.htm.  For the California regulations on type 
approval, go to:  http://www.cdfa.ca.gov/dms/pdfs/CCR2002All.pdf.  Publication 14 can 
be purchased from the NCWM website at http://www.ncwm.net/ntepapps.html. 

To assist you in ensuring your device will be in compliance we have compiled several 
checklists derived from NIST HB 44 and the California Code of Regulations which are 
available at http://www.cdfa.ca.gov/dms/InfoGuides/CTEP.htm. 

 

HHooww  iiss  tthhee  ssyysstteemm  ssooffttwwaarree  hhaannddlleedd??  
Computer software written to connect into, or receive output from, a commercial 
measurement system or device, is considered “an accessory used or connected 
therewith” (see 12500 (a) (b) California Business and Professions Code).  It includes, 
but is not limited to controller “software”, other metrological software, computer software 
based cash registers integrated in a weighing or measuring system, etc., and must be 
evaluated.    
 
Computer software must be submitted with, and examined as, part of at least one 
weighing or measurement system or device.  This applies even where the application is 
for software and computer integration designed for use in multiple system 
configurations. 
   
Requirements for the system components will be applied to computer software and 
hardware controlled components as applicable.  Storage and manipulation of 
measurement data and the display, input, and recording of transaction information are 
examples of features for which requirements exist in weights and measures regulations. 
 
 
 
 
WWhhaatt  ddooeess  aa  ttyyppee  eevvaalluuaattiioonn  ccoosstt??              
  
 
The fees and charges for type evaluation or approval are updated periodically.  
Information regarding the fees and charges may be obtained by clicking on this link   
http://www.cdfa.ca.gov/dms/InfoGuides/CTEP.htm. 
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The cost of lab evaluations varies with the type of device and the extent of testing 
required. Time charges typically range from 12 to 60 hours. A typical complete 
laboratory test for a simple device requires approximately 40 hours of labor. The labor 
hours vary depending on the complexity of the device, how thoroughly the device has 
been previously tested and prepared by the applicant, and the number and nature of 
non-compliant items that must be dealt with. A type evaluation normally consists of an 
evaluation of design and operation, environmental influence tests, and either a 
laboratory or field permanence test.  
 
When required, a field permanence test usually specifies a period of use for a minimum 
of 20 days with additional throughput or use requirements, after which a second set of 
tests is conducted to evaluate device performance. The manufacturer is responsible for 
arranging the test and having test standards available for the type evaluation and 
arranging for any equipment that may be needed to conduct the field permanence test. 
  
Travel costs, travel time, and per diem associated with the type evaluation are also 
billed to the company requesting the evaluation.  The laboratory requires deposits of the 
estimated costs prior to initiating a type evaluation test.  
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If an applicant does not pay an account within thirty days of the date of
invoice, the following will apply until outstanding fees are paid: 
♦ Work which has stopped as a result of a failure will not resume 
♦ No certificate will be issued for any approval 
♦ New applications will not be accepted 
  lloonngg  ddooeess  iitt  ttaakkee  ttoo  ccoommpplleettee  aa  ttyyppee  eevvaalluuaattiioonn??            

 time required to initiate and complete a type evaluation varies with the type of 
ce and any backlog that may exist in the type evaluation process. Type evaluations 
normally conducted in the order in which requests are received. Type evaluation 
ng can usually be started within 3 to 6 months of receiving the application. If no 
iencies are found during the initial evaluation, a type evaluation may be completed 
proximately 2 to 3 months.  If modifications must be made to a device, the request 

go to the end of the queue. The laboratory technical manager should be contacted 
 time estimate before submitting a device for evaluation and may be reached by 

ng (916) 229-3000 or by email at  DMS@cdfa.ca.gov. 

  aann  eevvaalluuaattiioonn  bbee  ccaanncceelllleedd??            

pplication may be cancelled for the follow

A sample device or full documentatio
laboratory’s request. 
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ing reason(s): 

n is not received within 
two months of the 
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(b) An applicant fails to reply to an examination report within one month of its date of 
issue. 

 
(c) An applicant fails to correct deficiencies within an additional two months from 

their reply to the examination report. 
 
(d) The device fails to meet evaluation requirements on three occasions, or 
 
(e) An applicant fails to reply to, or supply requested illustrations suitable for the 

approval file, within 30 days of the date of receiving the draft. 
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An extension of time limits specified in (a), (b) and (c) will only be considered in
extreme circumstances and on the individual merits of the application. 
ooww  mmaannyy  ssaammppllee  ddeevviicceess  nneeeedd  ttoo  bbee  ssuubbmmiitttteedd  aanndd  wwhhaatt  aarree  tthhee  
eelleeccttiioonn  ccrriitteerriiaa??  

ypically from one to five devices depending on factors such as the range of capacities, 
onstruction material, product gravity, viscosity ranges, abrasive and corrosion 
haracteristics, etc. Please consult with the Weights and Measures laboratory for 
dditional information. 

hheenn  sshhoouulldd  tthhee  aapppplliiccaanntt  sseenndd  aa  ddeevviiccee  ffoorr  eevvaalluuaattiioonn??  

aboratory personnel will review the application and determine if all required 
ocumentation has been submitted. The manufacturer will then be contacted to provide 
rther information if necessary, discuss the schedule and timetable for the evaluation, 

nd be advised of the date the sample device(s) must be submitted or will be available.  

hhaatt  ddooccuummeennttaattiioonn  iiss  rreeqquuiirreedd  wwiitthh  aapppplliiccaattiioonnss??  

he following documentation must accompany each application for California Type 
pproval: 

  Technical information such as working drawings, functional drawings, electrical 
diagrams, piping diagrams, operating and service manuals. 

 A declaration that the device has been designed and constructed to relevant 
California and national safety standards. 

     Specifications, photographs and descriptions sufficient to provide understanding 
of construction and method of operation of the device and components. 
 

 A declaration that no other device or component type produced by or for the 
manufacturer uses the same model designation(s). 
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Highly Recommended: 
 

 Consult the information on the Applicant Pre-Evaluation Checklist available at 
http://www.cdfa.ca.gov/dms/. Complete the checklist and submit it with the 
application.  You may request the checklist by contacting the program as listed 
on the application form at the end of this guide.  

 
 
All descriptive material is required to be in English.  The documentation may be supplied 
in electronic format (i.e., Word, Excel, Adobe pdf or Rich Text Format).  The illustrations 
must be labeled and show the complete system and its major components.  An 
explanation should be provided if the labeling is not the same as used in the operation or 
maintenance documentation.  The illustrations may be supplied as hard copy, on a CD-
ROM or by e-mail.  If electronic images are used, photographs should be in TIFF or JPG 
format; drawings should be in TIFF or PDF format.  Required documentation and 
application submitted to the Department will not be returned. 
 
 
     

  

 

        
Illustrations and photographs intended for inclusion in laboratory records must be 
consistent with the submitted type.  It should be assumed that they may be made 
available to officials reviewing production devices after completion of a successful 
evaluation. 

  

WWhhaatt  aarree  tthhee  aapppplliiccaanntt''ss  rreessppoonnssiibbiilliittiieess  dduurriinngg  tthhee  ttyyppee  eevvaalluuaattiioonn  
pprroocceessss??  
    
 
The applicant is responsible for the following: 
 

 To submit the attached application and other required information before 
submitting the device for type evaluation.  

 
 To authorize payment for the cost of the evaluation and submit any deposit or fee 

that may be required by the type evaluation laboratory prior to initiation of the 
type evaluation process. 
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 To conduct an initial evaluation against the type evaluation criteria in the 
California Code of Regulations and test procedures before submitting the device 
for evaluation.  

  
 To have the device installed, adjusted, and ready for test prior to the type 

evaluation laboratory beginning any tests (if a laboratory test is required, the 
manufacturer may have to set up and adjust the device in the laboratory prior to 
the start of the type evaluation). 

  
 To explain the intended application for the device and its operating features, 

particularly any new or questionable features that may be incorporated in the 
device. 

  
 To provide technical assistance and other assistance to test the device as 

needed, particularly when evaluation and testing requirements exceed those of 
the type evaluation laboratory. 

  
 If a field type evaluation is required, arrange for the test and have test standards 

available for the type evaluation. Arrange for any equipment that may be needed 
to conduct the test. 

 
 To notify the type evaluation authority of any modifications to the device that may 

affect performance or the compliance of the device with weights and measures 
requirements after issuance of approval.  

    
  
AArree  aapppplliiccaannttss  rreeqquuiirreedd  ttoo  pprroovviiddee  aa  ddrraafftt  cceerrttiiffiiccaattee??                  
 
 
On completion of a successful evaluation, a draft certificate is 
prepared and sent to the applicant for comment and agreement. 
Applicants are encouraged to provide a draft certificate in conjunction 
with their application whenever possible. The applicant may be asked 
to provide any additional illustrations necessary for laboratory 
records. A certificate will not be issued until all costs due to the 
Department have been paid.  Certificates requiring more than two 
pages will incur additional costs. 
 
The certificate of approval lists the type and variants (if any), a
manufacturer, date of approval, approval number, test conditions, and t
The type is described as well as the procedures to examine or apply
examine metrological settings. 
 
Once supporting documentation (if requested), payment, and written a
draft documents are received from the applicant, the final certificate
prepared, printed and issued.  
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WWhhaatt  aarree  tthhee  aapppplliiccaanntt’’ss  rreessppoonnssiibbiilliittiieess  aafftteerr  eevvaalluuaattiioonn?? 
 
It is the responsibility of the applicant listed in the certificate of approval, whether as 
agent or manufacturer: 
 
♦ To ensure all devices manufactured and installed for commercial use comply with 

the certificate of approval, and the applicable specifications and tolerances as well 
as the drawings and documentation retained by the Department.  

 
♦ To ensure that devices do not deviate in any significant structural or metrological 

fashion from the sample device, or its approved variants, as tested and approved by 
the Department. 
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